Vacuum Pressure Measurements using a Magneto-Optical Trap 
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The loading dynamics of an alkali-atom magneto-optical trap can be used as a reliable measure of 
vacuum pressure, with loading time r indicating a pressure less than or equal to (2 x 10~* Torr s)/t. 
This relation is accurate to approximately a factor of two over wide variations in trap parameters, 
background gas composition, or trapped alkali species. The low-pressure limit of the method does 
depend on the trap parameters, but typically extends to the 10"^" Torr range. 

PACS numbers: 37.10.Gh,07.30.Dz,34.50.Cx 



I. INTRODUCTION 

The use of ultra-high vacuum (UHV) systems is ubiq- 
uitous in modern atomic physics. Vacuum practices and 
technologies sufficient to attain pressures on the order of 
10~^ Torr or lower are well known [1 , but nonetheless 
often comprise a significant experimental complexity. In 
addition, the space and power requirements of UHV sys- 
tems can be considered a barrier to the development of 
commercial applications based on atomic physics tech- 
niques. While the primary concern in such systems is 
the generation and maintenance of UHV pressures, an 
important secondary issue is the measurement of pres- 
sure. 

The standard instrument for UHV pressure measure- 
ment is the ionization gauge ^, which takes various 
forms and can measure pressures to lO"^'^ Torr or lower 
[2j . However, ionization gauges require typically 100 W of 
electrical power, and take up volumes of 100 cm"^ or more. 
These requirements may be negligible in large laboratory- 
based vacuum systems, but as systems are miniaturized 
and streamlined to improve simplicity and efficiency, ion- 
ization gauges are likely to become unacceptable. An- 
other measurement instrument, the residual gas analyzer, 
suffers from similar constraints. 

An alternative technique is to measure vacuum pres- 
sure using an ion pump [2 [3] . Ion pumps are primarily 
used to maintain vacuum pressure, but measurement of 
the pump current provides a pressure indicator as well. 
Ion pumps do not generally perform as well as ionization 
gauges, since leakage currents limit the minimum pres- 
sure reading, typically in the 10~^ Torr range. The re- 
lation between current and pressure is also complicated 
and varies with pump design. Finally, ion pumps are 
themselves typically large and power intensive, and they 
require a significant magnetic field near the pump, all of 
which can be drawbacks in some applications !4, • Pump- 
ing methods such as evaporable and non-evaporable get- 
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ters, turbopumps, and cryopumps could avoid such prob- 
lems or be preferred for other reasons. None of these 
techniques provides a pressure measurement facility. 

It is the purpose of this paper to explore the extent 
to which the experiment itself can provide a pressure 
measurement. In particular, we consider the magneto- 
optical trap (MOT), which is the starting point for many 
atomic physics experiments and applications. We find 
that measurement of the MOT loading time can serve 
as a useful and reasonably accurate pressure gauge, but 
that lifetime limits imposed by collisions between the 
trapped atoms give a low pressure floor in the 10"^" Torr 
range. The technique has resolution comparable to an ion 
pump measurement, but avoids the drawbacks mentioned 
above. The method can be used for both beam-loaded 
and vapor-cell loaded traps. 

We note at the outset that we do not strive here for 
a high-accuracy pressure measurement. In some cases 
high accuracy is important, but a significant calibration 
uncertainty is usually acceptable for vacuum diagnostic 
purposes. For instance, the sensitivity of an ionization 
gauge varies by a factor of two between H2 and N2 gases, 
and by a factor of eight between He and Ar ^ . Ion pump 
sensitivities show similar or greater variation [3]. These 
effects lead to significant uncertainty if the residual gas 
composition is not known. Nonetheless, both ionization 
gauges and ion pumps have proven satisfactory for many 
applications. We show here that MOT loading measure- 
ments can provide an accuracy of about a factor of two, 
comparable to that typically obtained with conventional 
techniques. 

The basic connection between MOT dynamics and 
background gas pressure has been understood since 
MOTs were developed [SHZ] , but to our knowledge MOTs 
have not previously been proposed for providing quan- 
titative pressure measurements. This can likely be ex- 
plained by the common availability of standard measure- 
ment gauges. In addition, it is evident that the relation- 
ship between background pressure and MOT dynamics 
will depend on the trap depth of the MOT. The trap 
depth varies considerably with the laser parameters used 
and can be challenging to quantify. This would weigh 



against using the MOT as a measurement tool, since cal- 
ibration would be difficult and uncertain. 

As noted by Bjorkholm [7], however, the dependence 
of loading time on trap depth is in fact quite weak un- 
der most conditions. Furthermore, the loading time de- 
pends only weakly on the type of atom being trapped 
and the composition of the background gas. In light of 
this, a "universal" pressure calibration is in fact possi- 
ble so long as high accuracy is not required. Thus MOT 
measurements can serve as a convenient general-purpose 
measurement tool. 

A similar technique was previously used by Willcms 
and Libbrecht [Q to relate the loss rate from a magnetic 
trap to the pressure in a cryogenic vacuum system. Also, 
coUisional loss rates at a known background gas density 
and MOT trap depth have been used to characterize col- 
lision cross sections [9l-fTT| , or alternatively collision rates 
at a known cross section and gas density can be used to 
characterize the MOT trap depth [T^ . 



II. THEORY 
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FIG. 1. (color online) MOT loading dynamics. The vertical 
axis shows the atomic fluorescence as measured by a pho- 
todiode, after the cooling beams are briefly blocked at time 
i = 0. Data points are the experimentally measured values 
for a *^Rb trap holding a maximum of 3 x 10* atoms. The 
solid (red) curve that lies on top of the data is a fit to the 
exponential form of (pi. For comparison, the dashed (green) 
curve is a fit to N{t) = -jRVj^ tanh(iy 7?/3/ V) , the solution 
to ([I| in the limit of constant volume V and 7 — >■ 0. 



The dynamics of MOT loading and loss are governed, 
to a good approximation, by the rate equation 






R~jN{t)-PnN{t). 



(1) 



Here N is the number of atoms in the trap and R is the 
rate at which atoms are loaded via laser cooling. Nor- 
mally, R will be proportional to the background gas pres- 
sure of the species being trapped. The trap losses are de- 
scribed by 7, the rate constant for loss due to collisions 
with all background gases, and /3, the rate constant for 
loss due to inelastic two-body collisions within the trap. 
The two-body rate also depends on the mean density of 
the trapped atoms, n = {l/N) J n(r)^d^r. 

In order to solve (IT]), the variation of n with N must 
be known, which can be complicated in general. Typ- 
ically two regimes are identified, depending on the sig- 
nificance of multiple-scattering forces within the MOT 
[T3HTS]. For small N, less than of order 10^ atoms, the 
scattering forces are weak and n « N{t)/V with fixed 
trap volume V. For larger N, light scattering enforces a 
constant n with V oc N. In the constant density limit, 
(fTl) results in an exponential loading curve 
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7 + f3n. 



(2) 
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An exponential curve is also observed in the constant 
volume regime if 7 ^ /3n, which is often the case since N 
is small. For nearly all the parameters we investigated, 
the observed loading curves were exponential to a good 
approximation. Figure IT] shows an example. 



By measuring a curve such as Fig. [T] R and F can 
readily be determined. To the extent that fin can be con- 
trolled or neglected, this provides knowledge of 7, which 
is directly related to the background gas density and thus 
the pressure. The practical impact of the f3n term on the 
pressure measurement will be discussed in Section IV be- 
low. 

The loss coefficient 7 can generally be expressed as 
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(4) 



where the sum is over gas species i, with density rij, speed 
Wi, and loss cross section cr^. The angle brackets repre- 
sent an average over the thermal distribution, and we 
assume that the velocity of the trapped atoms is negli- 
gible compared to Vi. The loss cross section ai is given 

by 
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where da/dO, is the differential scattering cross section 
and 9l is the minimum scattering angle required in order 
to give the target cold atom sufficient energy to escape 
the trap. 

The long-range interaction potential between ground 
state trapped atoms and background species i can typ- 
ically be approximated with the van der Waals form 
—Ci/r^ [H]. The trapped atoms do have some amplitude 
to be in an excited state, which typically modifies the Ci 
coefficient. For interactions between excited atoms and 
background atoms of the same species the interaction can 
be significantly enhanced to an r~^ form. We will neglect 
this effect for now, since our main interest will be losses 
due to vacuum contamination by non-trapped species. 



Typical MOT trap depths D are on the order of 1 K, 
which is large enough that the cross section can be esti- 
mated classically but small enough that the small angle 
and impulse approximations can be used [71 117) . For a 
van der Waals potential this leads to 
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where rrii is the mass of the incident species. The critical 
angle 9^ is \/2mQD / {rriiVi) for trapped atom mass toq. 
Evaluating ^ then gives 
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(7) 



for incident energy Ei — mivf/2. Finally, aiVi can be 
averaged over a Maxwell-Boltzmann distribution at tem- 
perature T, and the density rii can be expressed in terms 
of the partial pressure Pi = UikBT. This yields the loss 
rate [7] 

7. « 6.8 „_ -,,, ( ^\ (Dmo)-'/'. (8) 



Thus, as claimed in Section I, 7^ depends only weakly 
on the trap depth D. Gensemer et al. and Van Dongen 
et al. measured loss rate variations consistent with this 
dependence for trap depths between 0.5 and 2 K [T2|[T8]. 
a range consistent with other reported trap depth mea- 
surements for alkali atoms ITUH21) . For the purpose 
of pressure measurement, we see that the loss calibration 
does not vary significantly with trap parameters such as 
laser intensity and detuning. Note, however, that for 
smaller trap depths the loss rate can vary more signifi- 
cantly as the validity of the classical approximation starts 
to fail [HinillH]. 

The loss coefficient depends on the background gas 
species through Ci and nii. The van der Walls coef- 
ficients Ci can be estimated using the Slater-Kirkwood 
formula [faUg, 
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(4^eo)2my' («o/po)i/2 + {a./pi)^^ 



(9) 



where me is the electron mass and species i has static 
electric polarizability at and number of valence electrons 
Pi. As above, i = refers to the trapped species. Typ- 
ically, the polarizability of a particle increases with its 
mass, so the variation in Ci/rrii is reduced compared to 
that of Ci or rrii alone. Table |l] shows the calculated 
loss coefficents for trapped Rb atoms caused by various 
background gas species. 

We noted previously that excited atoms generally have 
a different Ci coefficient. In reference to ^, the dc po- 
larizability of alkali atoms in their first excited states is 
typically 2-4 times larger than that for the ground state 
|22j . However, the ground-state polarizability of the al- 
kalis is already very large, so for interactions with non- 
alkali species, the ao/po term in the denominator typi- 
cally dominates ai/pi. The Ci coefficient therefore scales 



Species 


a 


-f,/P 


H2 


137 a.u. 


4.9 X 10^ Torr"^ s 


He 


35 


2.5x10^ 


H2O 


241 


2.8x10^ 


N2 


302 


2.6x10^ 


Ar 


278 


2.3x10^ 


CO2 


482 


2.6x10^ 


Rb 


4400 


4.4x10^ 



TABLE I. Estimated loss coefficients for coUisions between 
ground-state Rb atoms and the indicated background gas, for 
a 1 K trap depth and 300 K background gas temperature. 
The Ci coefficients are in atomic units, calculated using Kt. 
The loss coefficients Ji/P are calculated from Eq. (|8|. 



Species 
Li 
Na 
K 
Rb 
Cs 



82.5 a.u. 

91 

130 

140 

170 



X 10^ Torr"^ s"^ 



6.4 -' 1"^ 

5.3x10^" 
5.4x10^" 
4.9x10'' 
4.9x10^ 



TABLE IL Estimated loss rate coefficients for coUisions be- 
tween ground-state alkali atoms and hydrogen molecules, for 
a 1 K trap depth and 300 K background gas temperature. The 
Ch, coefficients are in atomic units, taken from [17] . The loss 
coefficients are calculated from Eq. ([8|. 
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1/6 



approximately as ag and the loss rate as Uq . The 
loss rate coefficients can therefore be expected to differ 
by not more than 30% from the ground estimates, with 
the caveat that resonant interactions can be expected to 
give larger deviations for collisions with hot atoms of the 
same species as those trapped. 

Finally, the loss coefRcients depends only weakly on 
the trapped atom species itself, as seen in Table [III Note, 
however, that the classical scattering approximation may 
be inadequate for lithium atoms in a shallow MOT J17j . 
leading to a stronger dependence on the trap depth. 

We conclude that in most cases, the relation between 
loss rate and background pressure is expected to vary by 
only a factor of about two. For pressure measurement, 
this level of variation is generally acceptable and in fact 
rather better than that of conventional pressure gauges. 



III. MEASUREMENTS 

Clear experimental measurements of d^/dP are not 
common in the literature. Prentiss et al. made an early 
measurement 7/P = 5 x 10^ Torr~^ s~^ in a sodium 
MOT likely dominated by H2 background gas [5]. More 
recently, Fagnan et al. [TT] and Van Dongen et al. [T^ 
measured the dependence of the collisional loss in a Rb 
MOT on the partial pressure of Ar gas. For a trap depth 
of 1 K, Fagnan obtained ^at/P = 1-6 x 10^ Torr~^ s~^ 
while Van Dongen obtained 2.2 x 10^ Torr~^ s~^. Both 



Ar measurements were in good agreement with a fully 
quantum calculation of the loss rate. As seen in Tables |l] 
and |TT] our classical calculation also agrees with all of 
these results. 

To test the relationship between vacuum pressure and 
loss rate ourselves, we experimentally investigated the 
loading dynamics in a rubidium MOT. The majority of 
the experiments were performed in a vacuum chamber 
consisting of a 30-cm long, 6-cm diameter cylindrical 
glass cell that is connected to a second cell by a 20- 
cm long, 1-cm diameter tube. The MOT was produced 
and studied in the cylindrical cell; the second cell is de- 
signed for the production of Bose-Einstein condensates. 
The MOT cell is mounted on a stainless steel cross, to 
which is also attached a 20 L/s ion pump from Duni- 
way Stockroom and a tubulated Bayard-Alpert ioniza- 
tion gauge. The unused cell is pumped by a 20 L/s 
Varian ion pump. The vacuum conduction between the 
two cells is estimated as 0.5 L/s, while the conduction 
from the MOT region to its pump and gauge is about 
20 L/s. The gauge was monitored using a Granville- 
Phillips model 330 controller. After a vacuum bake at 
300°C, the base pressure reading was 3 x 10~^° Torr. 
Rubidium atoms were sourced from two SAES alkali dis- 
pensers, model Rb/NF/7/25/FTlO-l-lO, wired in series 
and positioned about 6 cm from the MOT location. 

The main cooling laser for the MOT was an amplified 
Toptica diode laser that generates a maximum power of 
230 mW divided into six independent MOT beams. The 
beams passed through the cylindrical wall of the MOT 
cell. They were about 4 cm diameter, yielding a maxi- 
mum intensity at the atoms of 40 mW/cm^ . The inten- 
sity could be reduced from this level using an acousto- 
optic modulator. The diode laser was locked to a satu- 
rated absorption cell with a variable detuning offset. By 
adjusting the lock point, either isotope of Rb could be 
trapped. 

The repump laser for the MOT was a home-built diode 
laser producing 7 mW of power, incident on the cell in 
a single 4-cm diameter beam. It too was locked via sat- 
urated absorption and could be adjusted to operate for 
either isotope. The intensity and detuning of the repump 
laser were not changed in these experiments. 

The magnetic field for the MOT was produced by a 
pair of coils, giving a gradient of 7 G/cm in the vertical 
and 3.5 G/cm in the horizontal directions. 

Finally, the fluorescence from the MOT was monitored 
using a photodiode. Light is collected with a solid angle 
of 2 X 10"'^ srad and converted to a voltage with an ef- 
ficiency of 2 V//iW. The fiuorescence measurements are 
used to estimate the atom number via the scattering rate 
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2f}2 



4A2 + r2 



(10) 



for atomic lincwidth Fq = 27r x 6 MHz, laser detuning 
A, and Rabi frequency il given by fl^ — T^I/Ig for laser 
intensity / and saturation intensity I^ ~ 3.2 mW/cm^. 
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FIG. 2. Response of the pressure gauge reading P and the 
MOT loading rate R to (a) turning ofl the chamber pumps 
and (b) increasing the Rb dispenser current. 



We investigated how the loading and loss rates varied 
with the system pressure. One way to vary the pressure 
is to turn off the ion pumps (in both cells). The result- 
ing behavior of the pressure and the MOT load rate are 
shown in Fig. l2ja) . The fact that the relative change in 
P is much larger than the relative change in R indicates 
that the partial pressure of Rb remains fairly constant 
while the pressure due to other gases increases. 

Another way to vary the pressure is to operate the Rb 
dispensers. Figure [2jb) shows the response as a function 
of current, after allowing the system to equilibrate for 40 
minutes after each change. Here the relative change in 
P is small compared to the change in R. This is perhaps 
surprising, since the ionization gauge sensitivity to Rb 
is quite high, about twenty times larger than the sensi- 
tivity to H2 [53] . Also, both the measurements of MOT 
loss rates described below and the observation of Rb va- 
por fiuorescence indicate that when the dispenser is run- 
ning at higher currents, Rb is the dominant gas species 
present. It might therefore be expected that the gauge 
reading would scale with the loading rate. 

We interpret the lack of such scaling to mean that 
Rb atoms are predominantly gettered by the chamber 
walls before reaching the gauge. At low surface cover- 
age, the binding energy between alkali atoms and metal 
substrates is of order 3 eV [23] , and binding energies to 
glass are expected to be similar [25]. The vapor pressure 
resulting from such bonds will be negligible at room tem- 
perature. Rubidium will also react chemically with water 
and other surface contaminants. It is thus plausible that 



the probability for Rb atoms to make their way from the 
MOT region to the gauge is relatively low. 

Of course, the gettering effect will become saturated 
as Rb coverage builds up. For the dispenser emission 
rates used here, it would require hours or days to deposit 
one monolayer of Rb over the entire surface area of the 
MOT chamber. Because we operate the dispensers only 
for a few hours per day on average, the ion pump can be 
expected to maintain the chamber surfaces in a mostly 
clean state where gettering is effective. 

We tested the surface gettering interpretation by run- 
ning a dispenser that was attached to a pumping station 
with a residual gas analyzer. Conductance from the dis- 
penser to the analyzer was about 0.3 L/s and from the 
analyzer to the pump was 15 L/s. The dispenser was run 
until Rb metal was observably deposited on a glass sur- 
face, indicating a partial pressure comparable to the va- 
por pressure of bulk Rb, 4 x 10~^ Torr. No Rb peaks were 
observed at the analyzer, with a sensitivity of 1 x 10"^'^ 
Torr. This indicates an effective pumping speed for Rb 
of at least 10^ L/s, which would seem to require pumping 
action by the chamber walls. 

This explanation implies that the total vacuum pres- 
sures measured at the gauge and at the MOT location 
can be significantly different, raising the question of ex- 
actly which pressure is to be determined with our tech- 
nique. We believe that, in practice, it is the pressure 
coming from non-Rb species that is of greatest interest 
to a vacuum system designer. Most systems will any- 
way provide a way to control the partial pressure of the 
species being studied, meaning that the loading and loss 
rates for that species can be optimized for the application 
at hand whether a pressure gauge is available or not. A 
gauge is instead typically used for diagnosing problems 
such as vacuum leaks, contaminated surfaces, or insufh- 
cient pump capacity, all of which impact the background 
gas pressure. We therefore focus on the pressure P as 
measured by the ionization gauge, and treat P and R as 
effectively independent variables in our analysis. (This 
now justifies our neglect in Section II of excited state 
collisions between identical atoms.) 

Figure IsFa) shows how the MOT loss rate T varied 
with pressure after our ion pumps were turned off as 
in Fig. l2ja). The clearly linear relationship can be de- 
scribed by r = Fq -I- bP, as expected. When the dis- 
pensers are activated, the loss rate increases further, as 
seen in Fig. [slb) . The solid line is a linear fit to the form 
r — bP = Fq + aR, indicating a relationship 



F = rn 



aR + bP 



(11) 



as seen in Fig. Isjc) . In relation to (|3| , here Fq accounts 
for two-body losses /3n, b accounts for coUisional losses 
due to background gases, and a accounts for coUisional 
losses due to hot Rb atoms. If n varies with R, the aR 
term would also include that variation to first order. 

Fitting both data sets together yields values Fq = 
0.036(9) s-\ a = 8.5(1) x 10-1°, and b = 2.9(2) x 10^ 
Torr~^ g-i^ rp-j^g error values listed represent the fit 




FIG. 3. Dependence of the MOT loss rate F on the load rate 
R and gauge pressure P. (a) Response to turning off the 
chamber pumps as in Fig. [2ra). The line is a linear fit. (b) 
Response to increasing the dispenser current as in Fig. [2f b) . 
The curve is a linear fit. (c) Comparison between the mea- 
sured loss rate F and the model loss rate Fg^ — Fq + aR + bP, 
for fit parameters Fq 
6 = 2.9 X 10^ Torr-^s" 



0.036 s-\ a = 8.55 x 10" 
The line shows F — Fflj. 



and 



uncertainty, estimated from the parameter variation re- 
quired to increase x^ = J2(^ ~ Lgt)^ by a factor of two 
from its minimum value. In particular, we note that the 
b parameter is in reasonable agreement with the theoret- 
ical calculation of Section 2. 

The data of Fig. |3] were all taken under identical con- 
ditions for the MOT, with an intensity of 40 mW/cm'^ 
and a detuning of -17 MHz. Figures |4] and [5] show how 
the loss coefficients vary under changes in the intensity, 
detuning, and choice of isotope. In most cases, the data 
are dominated by large loss rate values and the fits give 
Fq consistent with zero. The observed loss rates at low 
R and P ranged from 0.01 to 0.1 s~^ for ^^Rb and 0.1 to 
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FIG. 4. Loss parameter a = dV/dR as a function of (a) total 
intensity and (b) detuning, for each Rb isotope. Points for 
the two isotopes are offset shghtly for clarity. 
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particular, the variation in b by roughly a factor of two 
over a large range of MOT parameters supports its util- 
ity for pressure estimation. An error-weighted average 
of all the data gives b = 5(2) x 10^ Torr~^ s~^ where 
the uncertainty is taken as the standard deviation of the 
values. In terms of the loading time r = 1/r, wc have 
P w 2 X 10~8 Torr s/r. 

We also checked the dependence of b on beam diameter 
and magnetic field gradient. We observed no change in 
the trap loading time for beam diameters as small as 
1.5 cm, or for magnetic field gradients in the range of 5 
to 10 G/cm. 

To confirm the reliability of the loss-pressure calibra- 
tion, we performed similar measurements in two other 
laser cooling apparatuses. The first featured a vacuum 
system similar to the one detailed above, but with inde- 
pendent lasers and optics, larger laser beams, a Varian 
ion pump in place of the Duniway model, and a different 
ionization gauge controller. Under its normal operating 
conditions with *^Rb, this system gave b — 5(1) x 10"^ 
Torr~^ s~^, in good agreement with the measurements 
in the original chamber. Here the measured value of Fg 
was 0.12 s~^. 

The second alternate system belonged to another re- 
search group and was considerably different. Here a *^Rb 
MOT was formed in a 15-cm diameter, 10-cm wide cylin- 
drical stainless steel chamber with glass windows. It 
was pumped by a 15 L/s Gamma Vacuum ion pump. 
The pump and an ionization gauge were attached to the 
chamber through a conflat cross with an estimated con- 
ductance of 40 L/s for each. A single rubidium dispenser 
was mounted on a second, similar, cross. This MOT used 
three retro-reflected cooling beams. Under normal oper- 
ating conditions, the system gave b — 6(2) x 10^ Torr^^ 
s~^, again in good agreement with our other results. At 
low R and P, we found Fq = 0.3 s^^. 
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FIG. 5. Loss parameter b = dF/dP as a function of (a) total 
intensity and (b) detuning, for each Rb isotope. Points for 
the two isotopes are offset slightly for clarity. 



0.2 s-l for «5Rb. 

It is reasonable that a should diverge as the laser inten- 
sity approaches zero, because the load rate R will van- 
ish even if 7p;b remains constant. Figure p[a) exhibits 
this behavior, but otherwise the variation in a and b is 
modest, as expected from the analysis of Section II. In 



IV. DISCUSSION 

The preceding theoretical and experimental observa- 
tions lead to the conclusion that measurements of MOT 
loading times can indeed provide a useful indicator of 
vacuum pressure. In practice, measurements should be 
made at low load rates so that aR is negligible. The pres- 
sure sensitivity will then be limited by the two-body loss 
term Fq: if bP is small compared to Fq, then the loading 
time will be nearly independent of the pressure. 

In principle, Fq = /3n can be determined and sub- 
tracted from the total loss rate to increase the pressure 
sensitivity. Experimental and theoretical estimates for f3 
are available jl8) . and n can be measured. Unfortunately, 
accurate density measurements are difficult, and /3 does 
depend significantly on the MOT parameters. Gensemer 
et al. report /3 ~ 10~^^ cm'' s~^ for both Rb isotopes 
at an intensity of 40 mW/cm^ and detuning of -17 MHz 
|18) . Estimating our density at 10^° cm"'' gives /3n = 0.1, 
compared to our observations of Fq = 0.04 s~^ for *^Rb 



and 0.1 for ^^Rb. We also observe the Fq rate to vary 
significantly with beam alignment, presumably due to 
variations in the density. 

This issue can be circumvented in experiments with a 
MOT that is loaded from a beam, or by another method 
that can be rapidly turned off. In this case, the MOT can 
be filled, the loading turned off, and the subsequent decay 
observed. Intra-trap collisions may cause the decay to be 
non-exponential at first, but as the density is reduced an 
exponential regime is reached where losses are dominated 
by background collisions. If this regime can be observed, 
the background loss rate can be determined directly. This 
technique was used, for instance, by Prentiss et al. [B]. 

In a typical vapor-loaded MOT such measurements are 
not possible, so extending the pressure sensitivity below 
the limit set by Fq will be difficult. Nonetheless, we ob- 
served Fq as low as 0.013 s~^ for ®^Rb using a total inten- 
sity of 4 mW/cm^, a detuning of -17 MHz, and carefully 
aligned and power-balanced beams. This corresponds to 
a pressure limit of 2.5 x 10^^" Torr, which is less sensi- 
tive than possible with an ionization gauge, but better 
than typically achieved with an ion pump. This also cor- 
responds to our system's base pressure, suggesting that 
the loss rate is still pressure limited here. Similar MOT 
loss rates have been observed by other groups for all the 
alkali atoms ^ 1 [H UHl [H [21 [H] , with background 
pressures (when reported) of 2 x 10~^° Torr or lower, 
as expected. The lowest reported MOT loss rate we are 
aware of is about 1 hour~^ for a cesium MOT in a cryo- 
genic chamber [S] . This corresponds to a room tempera- 
ture pressure of 5 x 10^^^ Torr, exceeding the sensitivity 
of most commercial ionization gauges. 

In practice it would be difficult to know whether an 
observed loading time was in fact limited by pressure or 
by pressure-independent losses. For instance, one of the 
alternate systems we measured had Fo = 0.3 s^^, indi- 
cating a pressure of 6 x 10~^ Torr. This substantially 
exceeds the measured pressure 1 x 10~^ Torr, presum- 
ably due to a large inelastic collision loss rate for the the 
laser parameters and beam alignment used in that sys- 
tem. Without a pressure gauge, however, it would only 
be possible to say that the pressure was at most 6 x 10^^ 



Torr. Given the difficulty in predicting Fq for a given 
system, the absolute sensitivity of the MOT technique 
is difficult to quantify. It would seem, however, that if 
care is taken to adjust the MOT parameters to make Fq 
as small as possible, sensitivities in the 10~^° Torr range 
are achievable. 

At the other extreme, the technique will fail at high 
pressures when it is not possible to achieve a MOT. 
This would be particularly pernicious when it is not 
clear whether the lack of a MOT is due to poor vac- 
uum or to some other problem. At high dispenser cur- 
rents, we observed MOTs with F up to 20 s~^. Losses 
here were clearly dominated by collisions with hot Rb 
atoms, but the corresponding background pressure T/b 
is P = 4 X 10~^ Torr. The largest background pressure 
we obtained by leaving the pumps turned off was 1 x 10~^ 
Torr, at which point the MOT still functioned. 

In summary, we hope to have illustrated here that 
MOT loading times can provide a reasonably reliable 
and accurate measurement of background pressure in a 
UHV system. The procedure is relatively straightfor- 
ward: With the MOT loading rate R as small as pos- 
sible, adjust the lasers and other MOT parameters to 
make the loading time r = 1/F as large as possible. The 
vacuum pressure is then at most (6r)~^ = (2 x 10~^ Torr 
s)/t, roughly independent of the MOT laser parameters, 
background gas species, or trapped alkali species. We 
expect this technique to be useful in situations where a 
conventional pressure gauge is impractical due to other 
constraints on the vacuum system design. 
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